Implementing standards for radiation sterilization. The challenges.
This article discusses the limitations of the methods offered in the radiation standards for selecting radiation dose. It highlights the difficulty of using these methods for product-specific dose-setting and, in particular, their inability to determine this for products with low bioburdens. Issues relating to the appropriateness of 25 kGy are also discussed.